[The 32P-test in the diagnosis of intraocular melanoma--an obsolete study method?].
Results of the 32P uptake test for the diagnosis of choroidal melanoma in 41 patients are reported. The sensitivity was 80%, the specificity 86%, if a count rate ratio of more than 1.4 between tumor and normal tissue was considered as pathological. Ratios between 1.4 and 1.6 ought to be considered as equivocal in which case specificity increases to 90%. The 32P uptake test still remains a method of clinical relevance in the diagnosis of choroidal melanoma.